Summary
Introduction
The long-held belief that a ureteral re-implant tunnel should be five times the diameter of the ureter, as proposed by Paquin in 1959, ignores the effect of the orifice on the occurrence of reflux. In 1969, Lyon proposed that the shape of the ureteral orifice (UO) is more important than the intravesical tunnel. However, both theories missed quantitative evidence from principles of physics. The goal of the current study was to test Lyon's theory through numerical models (i.e. to quantify the sensitivity of ureterovesical junction (UVJ) competence to intravesical tunnel length and to the UO).
Materials and methods
The closure of a three-dimensional spatial configuration of ureter, constrained within a bladder, was simulated. Two common UO shapes (i.e. golf type vs 2-mm volcano type (Summary Fig.) ), and two different intravesical ureteral tunnel length/diameter ratios (3:1 and 5:1) were examined. The required closure pressures were then compared.
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Results
The UO was a significant factor in determining closure pressure. Given the same intravesical ureteral tunnel length/ diameter ratio, the required closure pressure for the volcanic orifice was 78% less than that for the golf orifice. On the other hand, the intravesical ureteral tunnel length/diameter ratio had minimal effect on the required closure pressure. As the intravesical ureteral tunnel length/diameter ratio changed from3:1 to 5:1, the required closure pressure was reduced by less than 7%, regardless of the orifice shape.
Conclusions
The simulation results showed that UVJ competence was more sensitive to a 2-mm protrusion of the UO compared to an increase in the intravesical tunnel length from 3:1 to 5:1. This agrees with Lyon's theory, and at the same time challenges Paquin's 5:1 rule. Researchers could use this information to consider the UO configuration
Introduction
In 1959, Paquin recommended a tunnel length five times the diameter of the ureter to prevent VUR; this was based on a comparison of postmortem specimens of patients with and without VUR [1] . In 1969, Lyon et al. [2] challenged Paquin's conclusions and proposed that the ureteral orifice (UO) was more important than the intravesical tunnel for ureterovesical junction (UVJ) competence.
Current surgical practice acknowledges Paquin's theory, since it is still recommended that a 5:1 tunnel be created when performing an open ureteral reimplantation. Lyon's theory might come into play when using bulking agents to affect the shape and configuration of the UO, but is not directly taken into consideration during surgical ureteral re-implants at the present time. Nevertheless, in his original 1959 manuscript Paquin described a technique to modify the spatial orientation of the UO by creating an intravesical cuff (Fig. 1 , from Paquin's 1959 manuscript [1] ). With regards to the cuff, Paquin stated that the cuff is '. thought to strengthen the UO and make it more resistant to reflux'. Although Paquin's legacy was stripped down to the 5:1 rule, he clearly recognized the importance of the UO configuration.
No one has formally tested these two competing theories of UVJ competence. It is unknown if the two mechanisms of UVJ competence (tunnel length and UO spatial orientation) are interdependent or if one is more critical. Since Paquin and Lyon, little research has looked at parameters regulating the prevention of VUR or leaking from Mitrofanoff-type conduits. Watson et al. studied the pressures inside Mitrofanoff conduits in relation to bladder pressures to determine functional profile length. They found a mean 3.4 cm in continent versus 1.8 cm incontinent patients [3] , suggesting that longer intravesical tunnels are less likely to reflux.
Ureteral tailoring originated because of the 5:1 rule, given that there would not be any other way of creating a long enough tunnel on a dilated ureter and still follow the rule. A case control study of megaureter re-implants with and without ureteral tailoring found equivalent outcomes [4] , raising concerns about the validity of the 5:1 rule. A previous computer model demonstrated that Paquin's ureteral tunnel length to diameter ratio of 5:1 did not fully explain the mechanisms of UVJ competence [5] . Furthermore, it found that the relationship was opposite of what Paquin originally proposed: shorter tunnels were needed for larger ureteral diameters. Additionally, the ureter material properties were found to have minimal impact on the pressure required to collapse the ureter. It was then speculated that the discrepancy between the model results and what happens clinically was related to the UO, which was not modeled realistically in the previous computer models [5] (i.e. the UO that was modeled was independent of the bladder and not constrained by it). Thus, indirectly it was assumed that the UO was key in the mechanism of UVJ competence.
The purpose of the current study was to test the relationship of intravesical tunnel length and orifice shape with respect to VUR by measuring the pressure required to collapse the ureter for preventing backflow. An enhanced three-dimensional (3D) numerical model was developed, considering the interaction between the UO and the bladder wall. Parametric studies were then conducted to determine the sensitivity of UVJ competence to the spatial configuration of the intravesical tunnel as well as the UO.
Materials and methods
Geometry
A quarter of the bladder was constructed due to its symmetric shape. The 3D geometry of the ureter within this quarter of the bladder (Fig. 2a) was developed using commercial software SolidWorks 2012 (Dassault Systèmes Simulia Corp., Providence, RI, USA) [6] . This computer-aided design (CAD) software is often used to construct mechanical components, and is being increasingly used to model complex biomechanical components such as human organs and implants. Various commercial software could be used such as SolidWorks, Pro/Engineer, AutoCAD, or UniGraphics. SolidWorks was selected in this work due to its capacity to create complex solid and surface models. Four models were constructed in terms of different intravesical ureteral tunnel length/diameter ratios and orifice shapes. A bladder volume of 500 ml and wall thickness of 1 cm were chosen [7] . The ureter diameter was assumed as 4 mm. A tunnel length five times the ureter diameter (i.e. following Paquin's rule) was created along with the golf orifice (Fig. 2b) . A shorter tunnel length (i.e. three times its diameter) (Fig.  2c) was also constructed for estimating the role of intravesical ureteral tunnel length/diameter ratio on UVJ competence. A volcanic orifice 2 mm high was created for both intravesical ureteral tunnel length/diameter ratios ( Fig. 2d and e) to conduct sensitivity analysis on the role of the orifice on UVJ competence.
Mesh and boundary conditions
The 3D models were then imported into ABAQUS 6.12 (Dassault Systèmes Simulia Corp., Providence, RI, USA) to perform nonlinear large deformation analysis [8] . Finite element methods provide an excellent means with which to investigate the physical rationales associated with UVJ. The simulation results could provide more datasets, specifically when experimental measurements are unavailable due to technical difficulties. For example, it has demonstrated its efficiency to quantify the strain and stress field on the aortic valve, leading to better understanding the mechanism of aortic valve closure [9, 10] .
Symmetric boundary conditions were applied on cross sections of the bladder, and the bottom point of the bladder was fixed [11] . A linear ramping pressure was applied on the bladder inner surface. The material was meshed with hybrid four-node elements (C3D4H). Considering the complicated geometry near the ureter, the mesh density (i.e. the number of elements per unit volume) around the ureter was much higher than other regions (Fig. 3) . The right image is the full view of the mesh with the zoom-in view around the ureter. A mesh convergence study was conducted to ensure that results were not affected by mesh density. A total of 169,059 elements were chosen for the model (Fig. 4) .
A hyperelastic constitutive model was used for the tissue properties. The Yeoh constitutive law has been used in numerous studies of natural polymer materials and rubberlike materials (e.g. carotid arteries) [12] . The constitutive equation in terms of strain energy density function W is the following:
(1)
where C i0 are material parameters and I 1 is the first invariant of the CauchyGreen strain tensor as where λ i are the principal strains and J is the total volume ratio. The experimental data from Dahms's previous work [11] was used to fit the material constants such as C 10 = 3.04 × 10 -3 MPa, C 20 = 8.03 × 10 -2 MPa, and C 30 = -2.03 × 10 -2 MPa.
Results
The bladder volume changes and the corresponding ureter pre-closure and post-closure are depicted in Fig. 5 . The left image is the full view of the model with two zoom-in views. Fig. 5a and b represents the ureter morphology in the shaded and green part of the left image, respectively. The closure pressure was quantified when the inner diameter was reduced to 70% of its original value, which is summarized in Table 1 for the different tunnel and orifice configurations. Closure pressure for the 5:1 tunnel was 22.63 cmH 2 O for the golf orifice versus 4.85 cmH 2 O for the volcano orifice, and for the 3:1 tunnel the values were 24.37 cmH 2 O and 5.25 cmH 2 O, respectively. As can be seen in Table 1 , increasing the ureteral tunnel length marginally influenced the closure pressure: given the same orifice configuration, changing the tunnel length from 3:1 to 5:1 reduced closing pressures by about 7%. On the other hand, keeping the same ureteral tunnel length, changing the configuration of the UO from golf type to volcanic greatly reduced the closing pressures by about 78%. 
Discussion
The current study confirms the speculations generated from previous models [5] that the UO configuration plays a significant role in UVJ competence. Small changes in the configuration of the UO (2 mm volcanic configuration) resulted in significant decreases in closing pressure, whereas increasing the tunnel length from 3:1 to 5:1 marginally affected the closing pressure. This could be explained by the intrinsic constraints of the bladder wall on the UO. The volcanic UO was easier to be closed due to its geometric configuration, which was less constrained by the bladder wall compared to the golf-type UO. The physics of the 5:1 rule never quite made mathematical sense, as tube diameter affects flow of fluid through an exponential relation as opposed to a linear relation, as Paquin's rule described. The physics explanation of the effect of the volcanic orifice is likely due to the isolating effect from the stretching forces of the bladder: in other words, bladder stretch by filling opens a golf-type UO easier than a volcanic orifice (Fig. 6) .
The aim of the current study was not to try to improve existing ureteral reimplantation techniques but to get a better understanding of how and why the current techniques work. Unfortunately, there is no equation that predicts the function of the UVJ and which incorporates all the variables: ureteral diameter, tunnel length, ureteral orifice configuration, ureteral thickness, etc. The current findings should inform investigators embarking upon the subject matter about the need to consider the spatial configuration of the ureteral orifice in future models.
Although the modification of the intravesical ureteral orifice is not part of current re-implantation techniques, ironically Paquin described it in his 1959 manuscript (Fig. 1, from Paquin's 1959 manuscript [1] ). More recently, Liu et al. [13] published a modified technique to re-implant megaureters, where the only part modified was the UO: the ureter was made to protrude inside the bladder without affecting the intravesical tunnel, with a postoperative VUR rate of 1/13. This last study supports the current finding, since reflux was avoided by just modifying the ureteral orifice configuration.
It is acknowledged that the current models have serious limitations, since they model collapse as a surrogate for actual urine backflow. In the natural state it would be assumed that the ureter is collapsed, and as the bladder is filled the intravesical pressure increases, and depending on the UO configuration and tunnel length, ureteral opening and then reflux might then occur. Also, in the current models the width of the ureter cannot be larger than the width of the bladder, since the ureter was not modeled to travel in between the bladder mucosa and the muscle, but instead travels inside the muscle. The last limitation of the current model is that the ureter never fully collapses. Despite these limitations it is believed that this current model makes a compelling argument for the role that the UO configuration plays in UVJ competence.
Conclusions
This study suggests that the UO configuration plays an important role with regards to UVJ competence. Researchers could use this information to consider the UO configuration in further animal, human, computer or material models.
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